Residual (Degrees C)

Sea-Bird Scientific
13431 NE 20" Street
Bellevue, WA 98005
USA

SENSOR SERIAL NUMBER: 0131
CALIBRATION DATE: 20-Jul-24

COEFFICIENTS:

g = 4.35627770e-003
h = 6.26737854e- 004
i = 2.49391761e-005
j = 2.85912403e-006
fO = 1000.0
BATH TEMP INSTRUMENT
€ C) OUTPUT (Hz)
1. 0000 3249. 414
4. 4999 3518. 139
15. 0000 4421. 082
18. 5000 4755. 764
23. 9999 5317. 403
29. 0000 5866. 869
32. 4999 6274. 083

f = Instrument Output (Hz)

Temperature I TS-90 (°C) = 1/{g + h[In(fO/ f )] + i[In°(FO / )] +j[In*(fO / )]} - 273.15

Residual (°C) = instrument temperature - bath temperature
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