Residual (Degrees C)
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Glider APL TEMPERATURE CALIBRATION DATA
[TS-90 TEMPERATURE SCALE
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Temperature ITS-90 (°C) = 1/{g + h{In(f0 / £ )] + {[In’(f0 / D)] + jlIn’(0 / D]} - 273.15

Residual (°C) = instrument temperature - bath temperature

Date, Offset (mdeg C)
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