Residual (Degrees C)

Sea-Bird Scientific +1 425-643-9866

13431 NE 20" Street seabird@seabird.com
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USA
SENSOR SERIAL NUMBER: 0273 Glider APL TEMPERATURE CALIBRATION DATA
CALIBRATION DATE: 20-Jul-24 ITS-90 TEMPERATURE SCALE

COEFFICIENTS:

g = 4.40520577e-003
h = 6.36522704e- 004
i = 2.74846722e-005
j = 3.57299337e-006
fO = 1000.0
BATH TEMP INSTRUMENT INST TEMP RESIDUAL
€ C) OUTPUT (Hz) € C) € C)
1. 0000 3477.707 0. 9999 -0. 00006
4. 4999 3762. 817 4.5000 0.00011
15. 0000 4718. 881 15. 0000 -0. 00004
18. 5000 5072. 536 18. 4999 -0. 00009
23. 9999 5665. 061 23.9999 0. 00004
29. 0000 6243. 734 29. 0001 0.00013
32. 4999 6671. 936 32. 4998 -0. 00009

f = Instrument Output (Hz)
Temperature ITS-90 (°C) = L/{g + h[In(f0/ )] + i[|n2(f0/f)] + j[Ins(fO/f)]} -273.15
Residual (°C) = instrument temperature - bath temperature
Date, Offset (mdeg C)
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